Introduction {#s1}
============

Starch is a natural, renewable and biodegradable polymer produced by many plants as a source of stored energy. It is the second most abundant biomass component in nature and can be found in plant roots, stalks, crop seeds and staple crops such as rice, corn, wheat, cassava, and potato.^[@R1]^ It is a polyanhydroglucose that consists of two homologous polymers: linear amylose and hyper-branched amylopectin, whose molecular weights (Mw) range from 10^4^ to 10^6^ g mol^−1^ and from 10^7^ to 10^9^ g mol^−1^, respectively. Starch is widely used to develop biodegradable materials such as soluble films,^[@R2],[@R3]^ as well as innovative materials for biomedical applications.^[@R4]-[@R6]^ Several methods are involved in the creation of starch-based devices, including fiber bonding methods like wet spinning,^[@R7],[@R8]^ as well as injection molding,^[@R9]^ solvent casting^[@R10],[@R11]^ and extrusion.^[@R12]^ Mechanical properties of starch-based materials can be modulated by the addition of a plasticizing agent.^[@R13]^ A shape memory effect can also be obtained by controlling their thermo-mechanical history.^[@R14],[@R15]^ In our group, we have studied different compositions of extruded materials based on 2 starch botanical origins for their suitability for biomedical applications.^[@R16]^ Due to its ability to crystallize during immersion in the physiological medium at 37°C, the modulus of extruded potato starch containing 20% glycerol stabilizes at about 1-2 MPa with limited swelling, which improves its durability. Moreover, this composition has been shown to have good tissue integration and is biodegradable, which makes it a good candidate for temporary implants.^[@R16]^

In this study, we used these properties to design devices for application in the domain of sialendoscopy, which is a minimally invasive clinical technique allowing endoscopic endoluminal visualization. This technique is applied in both diagnostic and surgical treatment of salivary duct pathologies such as sialolithiasis, strictures, and stenosis.^[@R6],[@R17]^ After surgery, due to wall duct injury during surgery, the repair process could induce a salivary duct stenosis, particularly in the case of high inflammation.^[@R18]^ To avoid this side effect in clinical practice, a medical device was used in order to keep the lumen open.^[@R19]^ The technical requirements of the device include an initial rigidity so that it can be easily inserted at implantation time, and it has to be adapted to both individual anatomic variations (from 1.0 to 2.2 mm)^[@R20]^ and the sialendoscopic materials.^[@R21]^ Once inserted, it has to maintain the lumen and support the external pressure of the dilated duct. Several devices, including vascular stents,^[@R22]^ hypospadias stents,^[@R23]^ and sialo drains,^[@R24]^ have been used but show major disadvantages since they are sutured in order to maintain their anatomical position. Others are not sutured and may become loose after implantation and trigger infection. In this context, there is a need for a device that is adapted to sialendoscopy instruments and guidewires, and that is mechanically resistant, biocompatible and bioresorbable for use in temporary applications.

The aim of this study was to design, produce and evaluate a potato-starch tube-shaped device for a sialendoscopy intervention. The tube is made using the extrusion process equipped with a die specially designed for tube manufacturing. The mechanical properties of the tube were determined before the implantation. Its mechanical behavior in conditions of use was simulated using finite element modeling based on the intrinsic mechanical properties of starch materials. This computational method was selected instead of finite volume computation to solve a structural mechanics problem. The latter computational method is more suitable for simulation of fluid behavior.^[@R25]^ The calculation considered the evolution of starch material properties due to water absorption, from the implantation step to its service life once implanted. The tube was then exposed to a salivary solution flow to study its degradation. Finally, to assess the feasibility of implantation, it was tested on a pig, a large animal model.

Materials and Methods {#s2}
=====================

Extrusion of the starch-based tube {#s2-1}
----------------------------------

Potato starch was purchased from Roquette (F-62 Lestrem, France). The initial moisture content was 15% (wb, the total wet basis). Glycerol (purity \>98%, Merck, Germany) was used as a starch plasticizer. Prior to extrusion, the water content of the starch was adjusted up to 27%. Glycerol was added in order to obtain plasticized materials. The amount of plasticizer was 20% of the hydrated total mass of the preparation (the samples of potato starch containing 20% glycerol are referred to as PS-G~20~). The extruder used to produce the samples was a SCAMIA single-screw device (Rheoscam Type 20.11d, F-91 Crosne, France) set with a die specifically designed to produce starch tubes. The standard temperature profile was \[100°C; 110°C; 110°C; 105°C\], corresponding to the zones from the feeding zone to the die exit. Screw speed rotation was 20 rpm, and the specific mechanical energy was approximately 180 J.g^-1^. The temperature of the material at the exit of the extrusion was approximately 110°C, high enough to ensure the fusion of starch granules. After extrusion, tube samples were kept in a closed vessel containing a saturated solution of NaBr to maintain a relative humidity of 57% at 20°C and to achieve stable moisture content. Before in vivo testing, samples were packed in individual bags (Westfield Medical Limited, Midsomer Norton, UK) and were sterilized by γ-ray ionization (Ionisos, Sablé-sur-Sarthe, France) at a minimal standardized property dose of 25 kGy, according to international regulation ISO 11137.

Structural and mechanical characterization of tubes before immersion {#s2-1-1}
--------------------------------------------------------------------

The glass transition temperature of materials was determined from thermograms obtained by differential scanning calorimetry (DSC) in an automated T.A. Q100 instrument (T.A. Instruments, USA). Moisture content was assessed by a TGA 2050 thermogravimetric analyzer (T.A. Instruments, USA). The mechanical properties were measured in compression mode with a dynamometer (Instron Corporation, USA) on tubes of 1 cm in length, at a displacement rate of 5 mm.min^-1^.

Finite element analysis of the starch-based tube-shaped material behavior {#s2-1-2}
-------------------------------------------------------------------------

Finite element computation was used to predict tube behavior until deterioration as a function of external pressure. Moreover, the evolution of material properties during an immersion that simulated body conditions was taken into account. A previous study showed the mechanical behavior of starch-based materials under physiological conditions (without enzymes).^[@R16]^ All computations were performed using ANSYS structural analysis software (ANSYS, Canonsburg, PA, USA). The geometry was meshed using an irregular meshing scheme. Structural meshing was based on a tetrahedral structural solid element with a quadratic displacement behavior and ten nodes, where each node is capable of structural displacement in the three main directions. The mesh fineness was adapted to a typical element with a size of 200 µm in order to end up with a model size of 106 542 degrees of freedom (dof). The study of tube deformation requires the implementation of a constitutive law that takes irreversible straining into account. This was done here using a rate-independent plasticity model that assumes the plastic strain to develop instantaneously once a certain stress level, i.e., the yield criterion σ~Y~, is reached. This also means that plasticity is not dependent on the strain rate. Yielding occurs when the equivalent stress σ~e~ reaches the yield criterion. The equivalent stress is written as a function of the stress components. The yield conditions are presented in equation 1, where {σ} is the stress vector.

An isotropic hardening model is assumed to describe the uniform expansion of the von Mises yield surface. Loading conditions correspond to the surface loads *F*~s~ applied on the nodes belonging to the outer diameter of the tube. A constant pressure Σ~e~ is applied to these nodes and radially directed from the outer to the inner part of the tube.

$$F_{s} = {\sum_{c}{;r}} = D_{0}/2$$

The problem is solved iteratively to determine the displacement and straining of the tube for an increasing pressure. The change in tube diameter *ΔD* resulting from the radial displacement is described in equation 2. When the sum is performed over all nodal positions at the outer diameter of the tube, *z* is the coordinate position along the tube axis of symmetry, *r* is the radial distance from the center of the tube, *R*~0~ is the initial radius of the tube and *U*~rz~ is the radial displacement, which is linked to the structural displacements in the Cartesian coordinate system using equation 3.

$$\Delta D({\sum\limits_{z}^{}{\sum\limits_{r}^{}{U_{rz}(r = R_{0}}}})$$

$$U_{rz} = \sqrt{U_{x}^{2} + U_{y}^{2}}$$

Degradation of the starch-based tube under flow conditions {#s2-1-3}
----------------------------------------------------------

In order to simulate salivary flow, a circulating system was designed using a pump (Nutricia Flocare Infinity Pump, Nutricia, the Netherlands), as shown in [Fig. 1](#F1){ref-type="fig"}. A starch tube of PS-G~20~ (weight: 30 mg; length: 1 cm; outer diameter: 1.8 mm; and inner diameter: 0.8 mm) was inserted in the PVC tube (diameter: 2 mm) from the flow system and maintained at 37°C, as shown in [Fig. 1](#F1){ref-type="fig"}. A salivary buffer was made according to ISO standard 10993-15. It was composed of Na~2~HPO~4~ (1.83 mM), NaCl (12 mM), KSCN (3.4 mM), KH~2~PO~4~ (1.47 mM), NaHCO~3~ (17.8 mM) and KCl (16 mM), with a pH adjusted to 7.2 +/- 0.2, and 0.25 mM CaCl~2~ was added to improve α-amylase activity. The concentration of porcine pancreatic α-amylase was 0.03 g/L according to the natural saliva composition. The salivary buffer began to circulate at a flow rate of 12 mL/h, representing the human saliva flow without stimulation. The buffer was collected at the exit of the system, (4 mL every 20 minutes per tube of the collector). The glycerol released and the carbohydrate hydrolysis was assayed in the collected solution. To determine glycerol concentration, samples were filtered using syringe-driven filters of 0.45 µm (Millipore, USA), and the glycerol was quantified by high-pressure liquid chromatography (HPLC, Waters, USA) with an HX 87H Aminex column (BioRad, USA) at 40°C, a flow rate of 0.7 mL/min and a pressure of 7.6 MPa. Different concentrations of glycerol were quantified as a function of time, allowing the calculation of glycerol released. Carbohydrate concentrations were determined by the sulfuric acid-orcinol colorimetric method.^[@R26]^ The experiment was duplicated.
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In vivo validation of the implantation model and histological study {#s2-1-4}
-------------------------------------------------------------------

In vivo experiments were held at the Institut de Chirurgie Expérimentale du Centre Léon Bérard, (Lyon, France) after the agreement of the local ethics committee (B 69388 0501). Two female pigs, 3 months old and weighing 35-40 kg (EARL Porcs du Plateau, 38940 Saint-Clair sur Galaure), were used as the animal model. Previous to implantation, an ultrasound evaluation was performed (Ecoscan Hitachi EUB405, 7.5 MHz) by immersing the tube into a beaker with water, allowing the identification of the tube in a solution. PS-G~20~ tubes with inner and outer diameters of 0.8 mm and 1.8 mm, respectively, and a length of 40 mm were inserted into sublingual salivary canals. Fifteen minutes prior to the implantation, intramuscular premedication of the animals was performed with a blend of Ketamine (15 mg/kg - Imalgene 1000 ND), Azaperone (2.2 mg/kg - Stresnil ND) and Atropine (0.5 mg). A 20G (11/10) catheter was inserted in the ear vein. Pigs were anesthetized with a blend of Zolazepam and Tiletamine (Zoletil 100 TM) via the catheter (5 mg/kg). They breathed freely without a breathing tube. The pigs were placed on their side and their mouths were kept open. The opening of the submandibular duct was identified. Progressive dilatation of the papilla was performed with salivary dilatators of progressively larger diameters. Sialendoscopy was performed with progressive endoluminal irrigation using a saline solution. An All-In-One Sialendoscope^®^ from Karl Storz (Tuttlingen, Germany) equipped with a sialendoscope was used. The device was directly inserted into the dilated submandibular duct and then pushed further into the duct using a dilatator from the Karl Storz sialendoscopy kit. Post-surgical follow-up of the salivary duct was performed by echography using the same equipment described above. At day 4 after implantation, animals were anesthetized and euthanized with Zolazepam and Tiletamine (Zoletil 100). All of the tissue underneath the tongue was explanted and fixed in paraformaldehyde (4% in PBS). After fixation, the salivary duct and the surrounding tissue were collected, dehydrated and embedded in paraffin. Three-micron-thick sections were cut using a microtome (Microm Microtech, France) and stained with hematoxylin-phloxine-saffron (HPS). Digital images were obtained with a NanoZoomer 2.0 RS (Hamamatsu).

Results {#s3}
=======

Extrusion of the starch-based tube {#s3-0-1}
----------------------------------

The coupling of the die to the single screw extruder and the schema of the die specifically designed for manufacturing starch tubes are shown in [Fig. 2A](#F2){ref-type="fig"} and [B](#F2){ref-type="fig"}. The die, whose temperature is regulated at 105°C, is placed vertically at the exit of the extruder. The melted starch flows in a channel located on a side and fills a circular groove before flowing into the conic extremity of the die where the tube is shaped. The continuous production of regular and size-controlled devices is achieved by the action of gravity. The design of the die makes it possible to inject air in order to obtain large diameter tubes, as shown in [Fig. 2C](#F2){ref-type="fig"}. For this study, tubes produced without air injection had an outer and inner diameter of 1.8 mm and 0.8 mm, respectively.
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Structural and mechanical characterization of tubes before immersion {#s3-0-2}
--------------------------------------------------------------------

Characterization of starch tubes was performed after at least two weeks of moisture content stabilization in a controlled atmosphere of 57% humidity. The initial water content of the tube before immersion was 13% (total basis) and the glass transition measured by differential scanning calorimetry was 15°C. The difference between sterile and non-sterile materials was assessed beforehand, showing that γ-ray ionization had a weak influence on their mechanical behavior.^[@R12]^ Starch materials, and particularly those containing glycerol, can be partially crystalline. X-ray diffraction carried out directly on tubes reveals an almost 100% amorphous organization, which probably means that the cooling and drying at the extrusion exit was rapid. [Fig. 3](#F3){ref-type="fig"} shows the force/strain curve determined under compression on the dry starch tube. The error bar indicated for each point corresponds to the standard deviation determined from five tests. The trend of the curve shown in [Fig. 3](#F3){ref-type="fig"} corresponds to a classic mechanical behavior of tube-shaped plastic materials submitted to a lateral compression between two flat parallel rigid platens and formerly reported by Nemat-Alla.^[@R27]^
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The tube is comprised of different zones: above the critical force at about 30 N, indicating the elastic limit, the tube is irreversibly deformed in the plastic domain, with the appearance of crazing in the vertical and horizontal diameters; above 50 N in the densification domain, the tube is collapsed and the lumen is closed.

Finite element analysis of the behavior of the starch-based tube-shaped device {#s3-0-3}
------------------------------------------------------------------------------

Once implanted, the tube is under pressure from the dilated duct on its outer surface. A finite element modeling (FEM) approach was set up to calculate the deformation of the tube. Moreover, it is necessary to take the change in the mechanical properties of the starch material due to the effect of temperature and humidity changes into account. These changes were studied on PS-G~20~ and the experimental procedure and results are detailed in a previous paper.^[@R16]^ In this previous study, the intrinsic mechanical properties of PS-G~20~ were determined on samples in the shape of a square, with a thickness on the same order as the tube, under a solicitation of compression at different immersion times in physiological media at 37°C. Two slopes were determined for three immersion times on the basis of the stress/strain curves obtained. The first slope refers to the elastic modulus E~Y~. Beyond the yield stress value σ~Y~, the second slope is referred to as the tangent modulus E~T~. The full determination of starch behavior is based on the three mechanical quantities E~Y~, σ~Y~ and E~T~ indicated as a supplementary table (see online [supplementary file 1](#Suppl1){ref-type="supplementary-material"}). The optimization of these mechanical data using the Finite element computation is provided as supporting data as well (see online Supplementary [Fig. S1](#Suppl1){ref-type="supplementary-material"}). The geometry and the dimensions of the virtual tube for finite element study are adapted according to the experimental layout with a typical outer diameter of 1.8 mm, an inner diameter of 0.8 mm and a length of 10 mm. The mechanical data previously determined are injected into the model, giving the results shown in [Fig. 4](#F4){ref-type="fig"}. It also shows that the application of constant pressure along the outer diameter of the tube generates a symmetrical strain distribution, as illustrated by the strain intensity ε~INT~ counterplot. The largest strain levels are reached at the inner diameter of the tube. As both ends of the tube are set free, there is a tube extension in the longitudinal direction (Z) of 0.43 mm according to the displacement component UZ. Shearing strain takes place with the highest levels at 45° in an X-Y plane and constant magnitude along the longitudinal direction. All predicted evolutions reported in [Fig. 5](#F5){ref-type="fig"} show a common two-slope trend reflecting the elasto-plastic response of the tube and a tendency towards a decrease of the tube diameter for an increased pressure level. The first linear part of the curve response corresponds to the reversible shrinkage response.
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The intersection point indicates the onset of the irreversible straining of the tube. Any increase in pressure beyond this point permanently deteriorates the tube. Thus, the inflection point is a good criterion to set the maximum allowable pressure under in-service conditions. At this point, the internal diameter is still approximately 70% of its initial value. The immersion time lowers the tube performance and shifts back the critical pressure to lower levels. The calculated curves are quite similar as of 240 minutes (4 hours) of immersion, which means that equilibrium is reached. Moreover, according to results obtained in the previous study,^[@R16]^ it seems that the tube would be a little more resistant after 30 days due to the crystallization of starch during immersion. At this stage, the starch tube can still support an external pressure higher than 0.2 MPa without irreversible damage.

Glycerol release and in vitro hydrolysis {#s3-0-4}
----------------------------------------

The circulating system was set up to simulate the effect of a salivary flow in the tube. The first aspect concerns the release of the glycerol due to its low molecular weight and hydrophilic nature. [Fig. 6](#F6){ref-type="fig"} shows that the totality of the glycerol (20% total weight) introduced into the material is completely released after 100 minutes underflow. The second aspect concerns the enzymatic degradation of starch by the α-amylase introduced into the solution. Hydrolysis products were detected after 60 minutes of solution circulation. At 200 minutes, the kinetics of degradation is quasi-linear with the log of time. After 2 days (2880 minutes), 55% of the material is hydrolyzed and the tube is completely destructured. If the loss of glycerol is not a problem for the device performance, the potato starch enzymatic hydrolysis determined in vitro suggests a rapid deterioration *in vivo*.
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In vivo validation of the implantation model and histological study {#s3-0-5}
-------------------------------------------------------------------

Before implantation, starch tubes were sterilized by γ-ray ionization. Insertion of these devices was previously assessed in anatomical parts of euthanized pigs, performed in a living animal model for the first time. Implants were successfully performed in all animals, inserting the starch tube at least 10 mm deeper than the papilla, as indicated by the red arrow in the inset of [Fig. 7A](#F7){ref-type="fig"}. After monitoring the echographic response of the tube immersed in water ([Fig. 7B](#F7){ref-type="fig"}), the localization of the tube is verified by echography carried out just after implantation ([Fig. 7C](#F7){ref-type="fig"}). During the 4 days of the implantation, no animal died and no implants were expelled from the salivary duct. By the last day of implantation, suffering or pain appeared to be minimal. No pus or infection was observed. A local inflammatory response was observed 24 hours after the implant took place and was still visible after 4 days near the papilla. For the histological study, a comparison was made between a non-implanted salivary duct ([Fig. 7D](#F7){ref-type="fig"} and [E](#F7){ref-type="fig"}) and an explant after 4 days of implantation ([Fig. 7F](#F7){ref-type="fig"} and [G](#F7){ref-type="fig"}). The normal histology of a healthy salivary duct presents a stratified epithelial tissue delineated by a slanted red line in [Fig. 7E](#F7){ref-type="fig"}. It was possible to identify a local proliferation of cells in the implanted ducts that is consistent with the local inflammation observed macroscopically ([Fig. 7G](#F7){ref-type="fig"}), although no vascularized tissue was damaged. Nonetheless, the surgical implantation procedure may cause slight damage to the epithelial tissue of the ducts, which explains the presence of cells embedded in the starch material.^[@R28]-[@R30]^ Degradation products of the starch implants were observed to be embedded in this cellular proliferation (shown with red arrows in [Fig. 7G](#F7){ref-type="fig"}). This means that the tube is probably fragmented after 4 days of implantation.
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Discussion {#s4}
==========

The ability of starch to be processed as thermoplastic materials has been known for a long time.^[@R14],[@R31],[@R32]^ To our knowledge, this is the first time that a tube made entirely of starch has been reported. The die was especially designed and allows the continuous production of regular and size-controlled tubes. The very small diameter obtained, less than 2 mm, corresponds to the requirement of being insertable in a human salivary duct by using sialendoscopy guidewire. The relatively high initial rigidity of the device facilitates its handling and insertion by the surgeon. Once inserted, and due to the strong hydration *in situ* the starch device naturally softens preventing duct injury. In addition to the softening of the material, the tube is subject to radial pressure induced by the dilated duct on its external surface. Because the effect of such a solicitation is difficult to measure by a real mechanical test, a finite element modeling (FEM) approach was set up to calculate the deformation of the tube. It appears that after 30 days of immersion, the starch tube can still support an external pressure higher than 0.2 MPa. The mechanical properties of the human salivary duct have never been reported, which makes difficult to compare this value in real conditions. To do this, it would be very helpful to establish the pressure-diameter (P-D) relationship of human salivary ducts using the same methodology set up by Sonoda et al applied to canine common carotid arteries.^[@R33]^

We previously reported the implantation of starch-stents in pigs, without a study of evolution.^[@R6]^ In this study, the implantation experiments and their evolution after 4 days brought different aspects out. The device is easily inserted with commercial tools and directly localized thanks to the very sharp and contrasted echographic imaging obtained on the starch materials. A local inflammatory response due to the surgical implantation procedure is observed on the first day, although no vascularized tissue was damaged.^[@R28]-[@R30]^ The tube seems to be degraded after 4 days of implantation, due to the presence of salivary α-amylase. The enzymatic degradation of starch could be reduced by using a botanical source that is highly concentrated in amylose and that is less sensitive to α-amylase, e.g., amylomaize starch from corn.^[@R6]^ If a longer implantation period is intended, the current formulations won't last longer inside the duct. It will be of interest then to propose new formulations of starch-containing different types of plasticizers or treatments in order to enhance its mechanical behavior and durability *in situ*.

Conclusion {#s5}
==========

The objective of this study was to demonstrate the feasibility of an entirely starch-based tube for use in the treatment of salivary ducts. It has been shown that it was possible to produce such a device by extrusion whose millimeter size fits the specifications imposed by sialendoscopy guidewires and the implantation site. The tube can be easily implanted in salivary ducts in pigs thanks to commercial tools currently used by surgeons. After 4 days of implantation, the host response is encouraging and the inflammatory response for this type of procedure remains normal. For the future, it appears important to improve the composition and the control of the crystallinity of the material in order to reduce the high sensitivity of starch materials to α-amylase. Furthermore, the die setup in this study can be used for the production of tube-shaped devices with various dimensions. The methods developed in this work can be used to design and produce starch devices to correspond to specifications required for other implantation sites for temporary devices requiring biodegradable material.
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Research Highlights {#s10}
===================

What is current knowledge? {#research1}
--------------------------

1.  √ Starch is a versatile polysaccharide with applications in the biomedical field.

2.  √ Some formulations for starch-based materials are tissueintegrated after implantation in vascularized tissues.

What is new here? {#research2}
-----------------

1.  √ Development and evaluation of starch tubes for biomedical applications, particularly in otorhinolaryngology in a live animal model.

2.  √ Finite element analysis to predict the starch-tubes behavior and its relation in salivary ducts strains.
